Heterotopic ossification. Effect on dual-photon absorptiometry of the hip.
Dual-photon absorptiometry (DPA) is now widely used to determine bone mineral density of the lumbar spine and hips. Because the resulting images are often not of sufficient resolution to identify many bone or soft tissue abnormalities that may influence results, clinical and radiographic correlation is necessary. Presented are two cases in which results of DPA of the hips were elevated because of the presence of heterotopic ossification.